Effect of Microwave Sterilization on Community Periodontal Index of Treatment Needs Probe Ball Dimension: An Analytical Study

Karibasappa Nagappa et al

ABSTRACT

Introduction: The heart of science is measurement. The World Health Organization (WHO) has recommended community periodontal index (CPI) probe to accurately measure the periodontal pocket depth. Repeatedly sterilizing the instrument brings undesirable changes in the material properties, such as alteration in dimensions, and hardness contributing to improper validity. The CPI probe with 0.5 mm ball end is ideal to measure the exact periodontal pocket depth.

Aims and objectives: To assess the changes in the dimension of CPI probe ball end at different cycles of microwave sterilization. To assess and compare the horizontal and vertical dimension of Hu-Friedy PCP11 and GDC PCP11 CPI probes ball end.

Materials and methods: The study was carried at the School of Engineering and Technology, Pune, India. Each community periodontal index of treatment needs (CPITN) probe underwent 100 cycles of microwave sterilization, 1350 W, and 2450 MHz for 16 minutes. After each cycle, the CPI ball dimensions were recorded using manual micrometer and magnifying glass. Unpaired t test was used for statistical analysis.

Results: After 100 cycles of sterilization, circumferential ball dimension of Hu-Friedy measured 0.034 ± 0.02 and GDC measured 0.219 ± 0.028 and the difference was statistically highly significant p < 0.001.

Conclusion: Hu-Friedy CPITN probe exhibited better ball dimensional stability and was more valid. Dimensional stability after sterilization procedures is highly relevant for biosafety.

Keywords: Ball end dimension, Community periodontal index probe, Micrometer, Microwave sterilization.

INTRODUCTION

The periodontal pocket is the cardinal symptom of periodontitis. As it is rightly said, “The heart of science is measurement.” The correct identification and accurate assessment of periodontal pockets are important for the diagnosis of periodontitis. In addition, quantifying the changes in periodontal pockets is important for the evaluation of disease severity, disease progression, and therapeutic efforts. Periodontal pocket examination should be accurate, technically simple, and quick. To date, the periodontal probe is the only instrument that has been found to be reliable and convenient in pocket examination. Periodontal probe is universally used to assess the periodontal pocket depth. Multiple periodontal probes are available in market to aid the dental practitioners in diagnosing and planning the periodontal treatment. The joint committee of WHO/Fédération Dentaire Internationale has recommended the CPI probe with ball dimension 0.5 mm for both clinical practitioners and epidemiologist to plan an appropriate periodontal treatment.

Sterilization of dental instruments helps to prevent the cross-infection. The sterilization efficacy of microwave is as good and identical to the autoclave that is considered to be the gold standard for sterilization. Hence, in the present study, probes were subjected to microwave sterilization. Many studies have shown, due to repeated cycles of sterilization, the undesirable changes in physical properties of instruments, such as change in dimensional stability, hardness, sharpness, etc., that might result in improper evaluation of the clinical condition. The nature of dental disease, and its regional location, demands the precision of dental instruments in carrying out an effective dental treatment. Any physical change hampers the dentist to perfect the art of dentistry. Studies have been carried out to assess and choose the best method of sterilization on tine diameter of specific probes; however,
Effect of Microwave Sterilization on CPITN Probe Ball Dimension

MATERIALS AND METHODS

The present study was carried out in the Mechanical Department at the School of Engineering and Technology, Ajeenkya D Y Patil University, Pune. Ethical clearance for the study was obtained from the Institutional Ethical Committee.

Step 1

The material for this study comprised of Hu-Friedy PCP11 and GDC PCP11 unused two types of commonly used periodontal probes. The Senior Professor of Mechanical Department trained the principal investigator (KB) for recording the measurements precisely. After deliberate training and calibration, baseline data of the unused probes ball dimension were recorded using manual micrometer (Mitutoyo Corp., Aurora, Illinois, USA) at the accuracy level of 0.01 mm and magnifying lens. Eight later periodontal probes were subjected to microwave sterilization.

Step 2

A domestic microwave oven (LG wonder convection, MC 805AA) was taken and a borosil beaker filled with distilled water containing two different CPI probes was immersed and kept on the turntable of microwave for sterilization. Each microwave cycle was carried out at 1350 W, 2450 MHz till 16 minutes, and after completion of each cycle, ball dimension was measured.

Recording

While recording measurements, Abbes’ principle was adapted. To overcome any potential changes in measurement due to change in the position, we customized the horizontal and vertical reference point on the ball by placing the colored pointed dot followed by pasting cellophane tape. Throughout the study, the standard reference point marked on the ball was used to record horizontal and vertical ball dimension of ball end. Standardized probe posture was maintained using appropriate adhesive material during the study period by customizing the table end to hold the probe. Care was taken to record measurements with utmost precision throughout after each cycle.

RESULTS

The results demonstrate that both the probes’ ball dimensions were not precise and did not fulfill the ideal requirement of 0.5 mm as recommended by WHO. Before the sterilization, Hu-Friedy ball measured horizontally 0.070 mm and vertically 0.080 mm, while the GDC probe ball measured horizontally 0.260 mm and vertically 0.270 mm.

However, after 100 cycles of sterilization, circumferential ball dimension of Hu-Friedy measured 0.034 ± 0.02 and GDC measured 0.219 ± 0.028 and the difference was statistically highly significant, p < 0.001. When the ball dimension was assessed at 25th, 50th, 75th, and 100th cycle, there was a linear reduction in the both the probes and the difference was statistically significant, p < 0.001 (Table 1).

There was no difference between Horizontal and vertical ball dimensions of Hu-Friedy, horizontal measuring 0.031 ± 0.021 and vertical 0.037 ± 0.022 with p > 0.05 (Table 2).
However, there was a significant difference between horizontal and vertical ball dimensions of GDC with horizontal measuring 0.215 ± 0.027 and vertical 0.224 ± 0.028, and the difference was statistically significant, p < 0.05 (Table 3).

When the intergroup horizontal dimension comparison was tested Hu-Friedy measured 0.031 ± 0.021 and GDC measured 0.215 ± 0.027, while vertical measurement of Hu-Friedy was 0.037 ± 0.022 and GDC measured 0.224 ± 0.028, and the difference was highly significant (p < 0.001) (Tables 4 and 5).
DISCUSSION

Determining the probing pocket depth is considered as an important method to assess the periodontal health status and monitor the prognosis. Many generation periodontal probes are available; however, WHO has recommended the usage of CPITN probe with ball end 0.5 mm. Worldwide, this helps to compare the prevalence of periodontal treatment needs. The design of a periodontal probe with a sphere end aims to facilitate the detection of subgingival calculus and irregularities in restoration edges, besides providing the patient with more comfort. Due to the sparse scientific literature available, exact and valid comparison of our study findings could not be compared with other findings; however, a sincere and valid attempt is made to discuss the present study findings.

The present study at baseline demonstrates that neither Hu-Friedy nor GDC probe met the ideal ball dimension, as circumferential ball dimension measured 0.070 and 0.260 mm respectively. This finding is similar to the studies conducted by Rapp et al. This calls for introspection, as manufacturers before marketing the probe should fulfill the ideal physical requisite of probes. The present findings also alarm the dentist to choose the precise periodontal probe.

When we compare the baseline ball dimension with the findings obtained after 100th cycle of sterilization, it was seen that the GDC probe has significant reduction compared with the Hu-Friedy. After sterilization, there was a significant and linear reduction in the ball dimension of GDC compared with the Hu-Friedy; this contradicts the manufacturers’ claim of probe being non-fading and nonflake. The present findings of GDC probe has significant reduction in the ball dimension, as circumferential ball dimension measured 0.070 and 0.260 mm respectively. This finding is similar to the studies conducted by Rapp et al. This calls for introspection, as manufacturers before marketing the probe should fulfill the ideal physical requisite of probes. The present findings also alarm the dentist to choose the precise periodontal probe.

As the three-dimensional shape of the tip of the probe is paramount for appropriate diagnosis, in the present study, we measured the probe ball in both horizontal and vertical dimension. There was a significant reduction in circumferential, horizontal, and vertical ball dimension of both the probes.

The horizontal dimension reduction was more compared with the vertical dimension, and it was highly significant after the 50th cycle of sterilization, p < 0.001 (Table 2 and 3). Multiple studies showed the discrepancy in the physical properties of dental instruments but contradict our findings as the Hu-Friedy probe showed maximum dimensional stability. The process of fabricating the probes might differ between the two probes with respect to type of raw material used, methodology of fabrication, and finishing the product. Even though standardized force as recommended by Mitutoyo (at less than 100,000 revolutions for measuring within the guaranteed accuracy range) was used throughout the study, changes seen might be attributed to human error while fine-tuning the closing ends of the micrometer to record the ball end measurements.

When the horizontal and vertical ball dimensions of Hu-Friedy and GDC were compared, more reduction was seen in GDC and the difference was statistically highly significant, p < 0.001 (Tables 4 and 5) at 25th to 100th cycle. Errors in visual assessment, rounding off to the nearest mm, recording errors, effect of water, probe composition and microwave irradiation on probes might be the reasons. According to Miller, irrespective of the process used to achieve sterilization, corrosion will occur more quickly in an autoclave or in any other environment involving water and heat. Further studies have to be carried out to ascertain the probable reasons in variations of ball dimensions.

In our study, we did not use the testing probes to clinically check the periodontal pocket in between sterilization cycles, as we believed that variation in probing, probing force, subgingival calculus, root configuration, and root cementum might influence the stability of ball dimensions. Microwave sterilization was preferred over autoclave to overcome the time constraint and manual micrometer was used due to its easy availability; these could have influenced the study findings and thus, we recommend further studies to overcome these inherent limitations of the study.

Shelf life of living or nonliving items cannot be discounted and it comes true through our research findings. The present study throws an important insight regarding the timing of changing the periodontal probe, after 50 cycles of sterilization; periodontal probe usage is questionable due to significant change in the ball dimension. Ignoring the durability and continuous usage of the periodontal probes will result in impairment of recordings, resulting in improper diagnosis of periodontal health status. So, we conclude that the ball diameter accuracy should be considered in addition to other variables in relation to periodontal probing, particularly for clinical research. Standardization of tine characteristics and avoidance of the use of different types or batches in a single study should enhance the accuracy and reproducibility of
periodontal probe-dependent measurements. Furthermore, the results of this study should be interpreted with caution because the use of microwave is not still recognized by any standards as a sterilization method and may not encourage some clinicians to consider off-label use of these devices in clinical practice. However, microwave sterilization and comparison among dry heat, autoclave, and microwave irradiation should be the subject of further investigations.

CONCLUSION

The conclusion from this study opens the ways to further evaluate the accuracy of diagnostic aids. Till date, the literature being scant about the observations for larger sample size, there exists a need for studies to evaluate the various diagnostic aids using sophisticated measures to confirm and help manufacturers to increase the accuracy and thus the reliability of gold standard diagnostic aids. The present research opens new vista to assess the exact timing to discontinue the use of periodontal probes.

REFERENCES